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Going to sleep
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Correct voltages for calibration:

Calibration with Voltage range
O2 (100%) 36 mV - 64mV 
Air (21%) 8.3mV - 13mV
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Voltage
Cell 2 OK, Calibrate
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LED Sequences

SCR mode

Green zone
0.95-1.10

Default
0.30 0.50 0.70 1.00 1.25 1.40 1.45 1.55 1.65

0.30 0.50 0.70 0.95 1.10 1.35 1.55 1.65

0.25 0.50 1.45 1.55
SCR mode

Green zone
0.95-1.10

Default
0.30 0.50 0.70 1.00 1.25 1.40 1.45 1.55 1.65

0.30 0.50 0.70 0.95 1.10 1.35 1.55 1.65

0.25 0.50 1.45 1.55

(*) not used in SCR mode
(*)(*)

(*)(*)
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(*) Sleep is not possible if unit on for 

more  than 2 minutes and ppO2>0.5


